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Our recent paper on the “Search for Neutron Flux Generation in a Plasma Discharge Electrolytic
Cell” [1] has as main goal the validation of the experiment in Ref. [2]. As a follow-up, Ref. [3] moves
a set of objections on our procedure and presents argumentations on why the experiments should
not yield the same results. We collect here additional material and calculations that contribute to
understanding the observed discrepancies. Furthermore we prove that the absence of signals from
Indium activation detectors reported also for the experiment of Ref. [2] is a clear indication that
neutron production does not occur.
PACS numbers: 52.80.Wq, 24.10.-i, 28.20.-v, 29.40.Wk
INTRODUCTION
Given the striking results obtained in Ref. [2] and the
fact that some experimental aspects did not convince us,
we set up to reproducing the experiment and published
the results in Ref. [1]: we failed to reproduce the origi-
nal results and we identified potential weaknesses in the
measurements technique. In absence of undestanding the
underlying physical processes, it is virtually impossible to
reproduce exactly the original experiment, since any un-
avoidable small change in the setup can be pointed out
as a cause of failure to reproduce the experiment. This of
course speaks against the reproducibililty of the experi-
ment, and suggests that only performing further experi-
ments together could clarify the situation. On the con-
trary, considerations about the effectiveness of the neu-
tron detection in an experiment have much more solid
grounds, the biggest uncertainty being the energy spec-
trum of the generated neutrons.
A small note published on arXiv [3] by the authors of
Ref. [2] asks for further details to understand differences
in the experimental setup and moves objections to our
conclusions about the neutron detectors. Here we pro-
vide further material about our experiment and further
argumentations on the neutron detectors. We follow the
same structure of Ref. [3] and respond point by point.
PREPARATION AND POSITIONING OF
CATHODE AND ANODE
Ref. [3] claims that the reaction of interest does not
take place unless the “cathode surface has cracks, with a
sharp point but certainly not regular surfaces”. The re-
quired amount of roughness to have the alleged processes
occur needs to be quantified in order to be reproducible.
The cathode we used was not polished, as clearly shown
in Fig. 1.
Also, the inner diameter of the quartz tube covering
the diameter, present in both experiments, is considered
a relevant parameter. Our was 3.3 mm and the thickness
was 1.3 mm, but the authors do not provide a measure-
ment of theirs to compare to.
Next, more details about the anode are requested: it
is made of a platinum-plated aluminum grid with cylin-
drical symmetry. This choice is typical in electrochemi-
cal applications, including the papers from Mizuno [4],
because platinum is resistant to erosion and therefore
FIG. 1: Zoom of the cathodic surface.
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avoids contamination of the solution. The choice of an
iron structure with no cylindrical symmetry as used in [2]
is instead unconventional and deserves justification.
Finally, it is noted that a significant difference is the
presence in our experiment of a 4mm wall between anode
and cathode. This was mutuated by the papers from
Mizuno [4], has no impact on the plasma formation and
allows to measure the gas flow separately in the anodic
and cathodic region. Cirillo et al, should instead justify
their decision to modify the cell, in particular if such
change brings improvement in the neutron production,
as claimed.
PLASMA CONDITIONS
The plasma conditions of our experiment are claimed
to be unstable. This statement is based on the fact that
the measurements on the CR-39 detectors were not corre-
lated with the voltage. With this statement they clearly
fail to get the core message of our paper: there are no
neutrons and the “measurements” in the Run1 data are
due to an experimental flaw. The lack of correlation be-
tween the small excess in the CR-39 detectors and the
voltage supports such hypothesis and gives no indication
about the plasma.
In any case, it is of interest to show the I-V curve
and the stability with time. Fig. 2 shows the evolution
with time of the voltage and the current measured for
our most significant run, Run3B in our original paper.
There is no significant different in stability with respect
to the behaviour shown in Ref. [3]. The voltage is in the
range that is claimed to be appropriate and the current
is 2-3 times larger than theirs.
Furthermore, the authors of Ref. [3] judge the quality
of the plasma in our experiment by the color of a picture.
Several effects can of course affect the color of a digital
image. In any case if this comforts them, the full video
shows during most of the time the persistence of a white
glow.
NEUTRON DETECTION
The note [3] provides the very important information,
missing in the original paper, that Indium detectors were
used and yielded a negative value. Their justification for
such effect is that neutrons come in bursts and not from
a continuous source. Because of the underlying physics
mechanisms described in our original paper [1], the time
structure of the source cannot have any effect: while the
activation of the Indium is instantaneous, the decay of
the metastable state has a lifetime of 54 minutes. This
implies that there is no recovery effect in between the
bursts. In other words, effects at the sub-second level
cannot be visible after folding with an exponential decay
of almost an hour [5]. As a further proof of this, such de-
tectors were used to measure neutrons from plasma focus
bursts of 100-200 ns [6]. We therefore stress again that
the indium activation is the most reliable detection strat-
egy in this context and that the absence of signals with
Indium disks also in the case of Ref. [2] clearly indicates
absence of neutrons in such experiment.
Next, Ref. [3] claims their etching time for the CR-
39 is different from ours and that the granularity of the
Boron in our detectors makes our detector insensitive to
Boron. Here the authors apparently failed to appreciate
that the thick Boron configuration, were we see no signal,
was considered with the only purpose of understanding
the behavior of the detectors used in Ref. [2]. The detec-
tors for which we reported the results are covered with a
50µm 10B foils: additional boron would be a hindrance
to the measurement of thermal neutrons, instead of fa-
voring it. Any objection about the etching procedure is
overcome by the calibration and background evaluation
that was already reported in Ref. [1] and discussed fur-
ther in the following.
The additional information contained in the note [3]
allows us to have a better picture of the discrepancies
between their measurements and ours and here we sum-
marize our findings.
The calibration procedures of the two experiments
were the same: expose a sample of CR-39 detectors to
the INMRI-ENEA calibrated neutron flux and measured
the correlation between the true number of impinging
neutrons and the number of measured tracks. The cal-
ibration constants obtained by us with the thin Boron
film were
c1 = (6.9± 0.3)× 10−3 tracks/neutron (1)
c2,3 = (8.3± 0.8)× 10−3 tracks/neutron (2)
in Run1 and Run2/3 respectively. Conversely from the
paper we could infer that (at least in the linear part of
the curve) the calibration constant of Cirillo et al. is
cc = (1.00± 0.14)× 10−4 tracks/neutron (3)
This means that their detectors produce ≈ 70 times less
tracks per impinging neutron than ours due to the excess
of Boron, i.e. they are ≈ 70 times less sensitive. Our
detectors with a thick Boron layer did not yield a signal
because the layer was larger than theirs and because we
used much shorted exposition times (2 min as opposed
to 60 min). With this considerations we believe that in
both cases detectors were read properly and no further
discussion is needed on the reading of the CR-39 or its
calibration.
From this finding we can assess that the reduced sen-
sitivity makes the detectors used in Ref. [2] even more
sensitive to experimental uncertainties:
• in Ref. [1] we estimated an ambient contami-
nation from fast neutrons or charged particles
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FIG. 2: Dependence with time of the voltage and the current in our cell for the Run3B run.
(i.e. insensitive to the presence of Boron) of
3.8 tracks cm−2 day−1. Applying the calibration
constant 3 this implies that each day elapsed be-
tween the calibration and the day of the experiment
creates a bias in the measurement of 38000 neu-
trons cm−2. For a 500 s run, this would imply a
fake flux of 76 neutrons cm−2 s−1 for each day. The
time interval in the case of Cirillo et al. has never
been reported, but if it were 100 days, the ambient
background would explain ∼ 10% of the observed
signal.
This is not critical, but it is an effect that needs to
be accounted for. Furthermore, a large contribu-
tion of the contamination we measured can be due
to radon whose concentration can depend strongly
on the location of the experiment, both in terms of
city and in terms of characteristics of the lab (for
instance cellars have a particularly large contami-
nation). To have a perception of the possible im-
pact, we considered that it has been estimated [8]
that Radon causes on CR-39 detectors a rate of
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FIG. 3: Distribution of the background of the Cirillo et al.
detectors as reverse engineered in this note. The fitted log-
normal function is superimposed and the measurements on
the exposed detectors are reported as well.
track density equal to
dD
dt
= kC (4)
k ≈ 60 tracks cm−2 day−1/ (kBq m−3) (5)
where C is the contamination of radon
(in kBq m−3). From Ref. [9] we estimated
that in the city of Naples, where the laboratory
of Cirillo is, the average radon contamination is
≈ 230 Bq m−3 and therefore the number of tracks
caused on average on CR-39 detectors would be
≈ 13 tracks cm−2 day−1. This implies that in 100
days the fake tracks would amount to more than
40% of the largest observed signal.
Such guess-estimate depends on the readout sys-
tem and does not take into account fluctuations of
the radon contamination. It also depends on when
the detectors were assembled and eventually on the
impact of the boron and of the cage. An estimate
of such contamination cannot be done a posteriori,
but needs to be part of the experiment.
• since we believe that a result is meaningful only
if compared with the expected background distri-
bution, we reverse engineered the latter. To this
aim we extracted the resolution function, defined
as the difference between the track density and the
expected value in each detector. The former is re-
ported for each detector in Fig. 2 of Ref. [3], while
the latter is computed by multiplying the known
flux of the INMRI neutron source by the time for
which the detector was exposed (that can be found
in slide 13 of Ref. [7]) and the calibration constant
in Eq. 3.
The distribution of the background is given by the
sum of the resolution function and the expected
central value of the background Dbkg = 624
tracks/cm2, as estimated from the calibration
curve. Fig. 3 shows the resulting estimated back-
ground distribution with a lognormal fit superim-
posed.
To estimate how likely are the measurements the
track density measured on the exposed samples is
also reported in the same figure.
The two samples positioned outside the cell are con-
sistent with the background while the other two de-
tectors give a measurement that is marginally in-
consistent with it. Tab. I details the confidence lev-
els, as defined in Ref. [1] and the number of gaussian
sigmas.
• the calibration and the background studies were
performed in a normal environment, while the mea-
surements were under extreme temperature condi-
tions. It is to be proven that the background fluc-
tuations are not enhanced by this. It is easy to im-
magine that the high temperature could produce
on CR-39 cracks that could be confused as tracks
and the probability of the background to fluctuate
to the measured values is even higher that what
calculated in Tab. I.
CONCLUSIONS
In absence of any understanding of the underlying
physics and in lack of details, it is clearly impossible to
be sure that the experimental conditions of Ref. [2] are
reproduced, regardless of our efforts. The most reason-
able test would be to exploit the competences in neutron
detection of our group to perform the measurements dur-
ing an experiment of Cirillo et al. In any case there are
unjustified deviations of the cell in the Cirillo et al. ex-
periment from the original Mizuno cell, namely the choice
of the anode, asymmetric and made of iron and the ab-
sence of the separation between the anodic and cathodic
region.
In any case, there are no physically sound arguments
against the use of indium detectors in such context. The
Name tracks/cm2 P (D) # σ
CR39 Sample 1 4450 98.9% 2.5
CR39 Sample 2 3750 97.7% 2.3
CR39 Sample 3-4 2113 85.4% 1.5
CR39 Sample 5 1302 60.2% 0.85
TABLE I: Measured track density (D), probability of con-
sistency with the background (C.L.) and number of gaussian
sigmas of deviation from the background, for the samples de-
scribed in Ref. [3]
fact that in the Cirillo et al. experiment they yielded no
signal is an evidence against the production of neutrons
in it.
Finally, the CR-39 detectors soaked in boron have a
reduced sensitivity to neutrons and the calibration con-
stant published in Ref. [2] confirms it. This makes them
sensitive to background fluctuations, in particular given
the extreme and unusual temperature conditions in which
they are operated. We reverse engineered their resolution
function and estimated that all signals showed where less
than 3σ significant without even taking into account the
effect of operating in high temperature water.
Since these considerations should be done during the
experiment and not extrapolated from the results, we
believe that the Cirillo et al. experiment would have a
sounder basis if:
• background were appropriately studied, by showing
the distributions and by paying attention that the
background samples are developed at the same time
as the exposed ones.
• the background is estimated under the same con-
ditions of the exposed ones, i.e. in hot water (of
course with no plasma involved).
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